Multichannel biotelemetry systems for use in EMG studies, particularly in locomotion.
The authors describe their experience with the different types of telemetry systems, applicable for locomotion studies and other similar areas of research. They describe the differences between frequency modulation (FM) systems and time-domain multiplexing (PAM) systems. They discuss the advantages and the disadvantages of each of these systems, particularly as applied to the transmission of EMG signals.